[Twiddler's syndrome in a left pectoral implanted defibrillator].
Twiddler's syndrome describes a rare complication following implantation of a pacemaker/defibrillator and is characterized by spontaneous, repeated rotation of the generator in the subpectoral pocket. We describe the case of a 78-year-old man who presented with an exit block 7 months after defibrillator implantation. As cause, a 15-fold rotation of the defibrillator's generator around its own axis could be verified, which entailed dislocation of the defibrillator's electrode. Safe fixation of the electrode and generator in the subpectoral pocket is of paramount importance, particularly in patients with loose subcutaneous fatty tissue, to prevent this rare complication.